Non-fatal anaphylaxis caused by ampicillin scratch-test. Report of case.
A case of non-fatal anaphylaxis due to an ampicillin scratch-test is reported. The test technique and the management of the patient are described. The need to use a low-concentration solution for skin testing, and the value of skin tests in the detection of immediate allergic reaction in patients at risk, are stressed.